[Atraumatic needles for cataract surgery].
The author reports on his experience with spatula needles and cutting needles with micropoint in cataract surgery. Configuration and edge treatment of the different needles were demonstrated by scanning electron microscope. The characteristics of the tested needles seem to depend mainly upon their profile. In cataract surgery the spatula needles proved to be superior to the needles with cutting micropoint due to their ski-shaped design.